Objective: Valve-in-valve procedures using transcatheter aortic valves are increasingly performed to treat degenerated bioprosthetic surgical aortic valves because they are less invasive than redo aortic valve replacement. The objective of this study is to quantify the changes in aortic sinus blood flow dynamics before and after a valve-in-valve procedure to gain insight into mechanisms for clinical and subclinical thrombosis of leaflets.
See Editorial Commentary page 44.
Elderly patients with a degenerated surgical bioprosthetic aortic valve are being increasingly considered for a valvein-valve (ViV) procedure using a transcatheter aortic valve (TAV) because of its less-invasive nature compared with conventional redo aortic valve replacement surgery. 1 However, recent studies have shown a common occurrence of thrombosis-related leaflet immobilization in TAV. [2] [3] [4] In our recent letter, we eluded to one physical mechanism supported by a meta-analysis of data focused on observed thrombosis on leaflets. 5 Therefore, it is critical to further investigate the detailed hemodynamics of the ViV configuration to elucidate the underlying hemodynamic mechanism and predict the risk of thrombosis in future ViV procedures.
TAVs constitute a relatively new and exciting technology in the field of valvular heart disease. Although TAV currently is approved only for patients with a high risk of surgical complications, such as the elderly and those with severe comorbidities, it is widely being adopted for ViV use as a viable alternative for redo aortic valve surgery in patients with a failing bioprosthetic valve. The challenges that the ViV paradigm faces stem from some complications associated mainly with the underlying principles of TAV technology itself. Chief among these complications is the difficulty of placement. This difficulty can lead to breaking off of tissue and numerous other detrimental effects, 6 such as blockage of coronary arteries, 7, 8 paravalvular regurgitation, and unfavorable hemodynamic environments that leave the patient susceptible to stroke. 9, 10 In this study, we seek to provide a detailed and quantitative description of the sinus hemodynamics in the case of ViV implantation and characterize the effects of left coronary flow on the possibility of sinus flow stasis. Sinus flow governs leaflet washout, and its characteristics in a ViV configuration can pose additional likelihood of stasis compared with conventional TAV implantation because of the additional narrowing of the aortic annulus from the sewing ring and the presence of stent-posts that interact with the sinus blood flow. Evaluating the mechanistic effects of this arrangement, particularly from the standpoint of sinus hemodynamics, may give an insight into the significant risk of leaflet thrombosis and its subsequent role in elevating gradients.
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MATERIALS AND METHODS
Full details of our methodology have been published 14, 15 in the context of another study. Briefly, 2-dimensional particle image velocimetry experiments were conducted to visualize aortic sinus flow corresponding to an isolated bioprosthetic heart valve (BPV) configuration and subsequently 2 ViV arrangements in vitro. Velocity fields were captured within the noncoronary and coronary sinuses. The hemodynamic performance of these configurations was assessed in a pulse duplicator setup under physiologic pressure (120/80 mm Hg) and flow (5 L/min).
11 Data acquisition over 10 cycles was performed for each valve setup.
Valve Models
A 23-mm Medtronic Hancock II T505 (Medtronic, Minneapolis, Minn) porcine bioprosthetic aortic valve was mounted inside a clear, acrylic sinus chamber machined to mimic the outer walls of the aorta ( Figure E1 ), based on the study by Yap and colleagues. 16 The Hancock valve (Medtronic) was used as a model for an isolated bioprosthetic implanted aortic valve and tests were run with and without a TAV inserted into this isolated valve configuration.
The TAVs used were a 26-mm Medtronic CoreValve (Medtronic Inc) and a 23-mm Edwards Sapien (Edwards Lifesciences, Irvine, Calif), which were chosen to match annular size with the isolated bioprosthetic valve. Their positions relative to the isolated bioprosthetic valve were determined on the basis of clinical findings, which suggest an ideal TAV leaflet location that extends just downstream of the BPV valve leaflets. 17 The CoreValve was chosen to be placed subannularly with respect to the BPV annulus. This valve combination and TAV placement location also compare well with published recommendations for ViV implantation. 18, 19 
RESULTS
Differences in flow patterns between the isolated bioprosthetic valve coronary and noncoronary sinuses have been analyzed and discussed in detail in our previous work. 15 
Coronary Flow Profile
Coronary flow waveforms are presented in Figure E2 for the isolated bioprosthetic configuration and the ViV configurations. As shown in Figure E2 , coronary flow is slightly reduced during systole in the presence of the TAV. The diastolic portions of the flow waveforms were not significantly different.
Qualitative Sinus Flow Visualization
High-resolution particle image velocimetry was used to measure and analyze the hemodynamics for 6 sinus cases: (1) isolated BPV configuration noncoronary, (2) isolated BPV configuration coronary, (3) CoreValve ViV configuration noncoronary, (4) CoreValve ViV configuration coronary, (5) Sapien ViV configuration noncoronary, and (6) Sapien ViV configuration coronary. Qualitative ''streak'' images were created for each case by computing a sliding average and subtracting the sliding minimum over 10 frames at a time. Depictions of camera and laser orientation, as well as viewing the orientation of the results, are shown in Figure E3 . Corresponding videos of these particle streaks are included for 1 complete cardiac cycle for isolated BPV noncoronary, isolated BPV coronary, CoreValve ViV noncoronary, CoreValve ViV coronary, Sapien ViV noncoronary, and Sapien ViV coronary configurations as shown in Video 1. Still-frame snapshots from these videos are included in Figure 1 .
The results for the isolated bioprosthetic valve configuration control cases are shown for the noncoronary (Figure 1 , A) and coronary (Figure 1, D) sinuses. During early systole, forward flow in each of these cases is significant and sinus flow velocity is high. A stagnation point near the downstream end of the sinus wall where flow is split is diverted toward the sinotubular junction or recirculated back into the sinus appears. This point is located slightly farther upstream in the coronary sinus and migrates downstream in both cases as systole progresses. At midsystole, a flow
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BPV ¼ bioprosthetic heart valve TAV ¼ transcatheter aortic valve ViV ¼ valve-in-valve from the back of the sinus takes place and then gets drawn into the coronary artery, which is absent in the noncoronary sinus case. Near the end of systole, the sinus vortex has grown; however, the flow velocity is significantly reduced. During diastole, sinus flow velocities are lower. There is a pattern of flow toward the base of the sinus at early diastole, but by mid-diastole the flow is relatively stagnant. In the coronary sinus, early and mid-diastole display particle motion that is mainly toward the ostium, with this pattern being stronger and more widespread throughout the sinus toward mid diastole. Having a ViV setup greatly alters sinus hemodynamics ( Figure 1 , B and C). There is little to no streamwise flow within the sinus during early systole; however, a small vortex is shed off the leaflet tip in the CoreValve ViV compared with a flow following the sinus wall contour and starting at the sinotubular junction in the Sapien ViV. This vortex grows in size and starts to fill more of the sinus as systole progresses. In the Sapien ViV, the flow starts to fill the sinus until the leaflet edge. However, the flow speed is lower for both ViV configurations for these portions of systole. Diastolic hemodynamics are similar with and without ViV.
Coronary flow in the ViV cases causes some changes in sinus hemodynamics from the noncoronary ViV case ( Figure 1 , E and F). During the early stages of systole in the CoreValve ViV, the sinus vortex covers more of the sinus. In the Sapien ViV, the flow tracks the sinus contour more obviously. However, flow does not recirculate completely but rather exits the sinus at the coronary ostium leading to no noticeable sinus vortex toward the end of systole. Likewise, both early and mid-diastolic hemodynamics show a dominant pattern of flow from all parts of the sinus toward the coronary ostium, with somewhat higher velocities during mid-diastole.
Quantitative Flow Results
The velocity vectors and vorticity contours are presented at select time-points of interest in Figures 2 and 3 . In the BPV configuration (Figures 2, A, and 3, A), the presence of the sinus vortex is clear in the early stages of systole. The center of this vorticity is just downstream of the leaflet tip, in between the edge of the leaflet and the sinus wall. The velocity of the significant forward flow that enters the sinus reaches approximately 1.3 m/s and the peak vorticity magnitude approximately 800 s À1 . Most of this is diverted into the aorta by the curvature of the downstream sinus wall while a small portion is redirected back toward the base of the sinus. At midsystole, the sinus vortex is still clearly distinguished but has migrated slightly downstream. Vorticity magnitude is greatest at this time point, with a peak at approximately 1000 s À1 and vortex velocities on the order of 0.7 m/s. Late systole induces a reduction in the overall sinus velocity and therefore vorticity magnitude. However, a weakened sinus vortex is still present, which is the dominant sinus flow pattern because most streamwise flow no longer exists within the sinus. In the coronary sinus, the major velocity and vorticity magnitudes during diastole exist only near the ostium.
The most dramatic difference caused by the introduction of a TAV to the BPV (Figure 2 , B and C) is a reduction in overall velocity and vorticity magnitudes, which becomes noticeable during early systole. Also, the less noticeable sinus vortex is positioned more downstream in the TAV cases than in the BPV case. At midsystole, the sinus vortex size is relatively unchanged as it stretches from the sinotubular junction to the tip of the TAV leaflet. Vorticity magnitude also remains similar to that during early systole, with a peak of approximately 550 s Velocity and vorticity were calculated for the coronary sinus for the ViV configurations ( Figure 3 , B and C). In this case, the sinus vortex plays less of a role in the CoreValve ViV. For instance, at early systole, the highest velocity and vorticity magnitude occur as the result of flow entering the coronary ostium, with velocity magnitude in this region at approximately 0.3 m/s. In the Sapien ViV, the flow is directed by the coronary flow, so the motion at the sinus wall is more defined compared with the noncoronary case. At early systole, the highest velocity magnitude is approximately 0.45 m/s. Around midsystole, hemodynamics are not significantly changed; however, there is stronger recirculation around the downstream sinus wall and some capturing of the flow into the ostium is apparent. Once forward velocity has slowed, toward the end of systole, there is only a weak recirculating flow pattern present. Coronary flow increases by mid-diastole, reaching velocities of approximately 0.4 m/s and 0.53 m/s in the CoreValve and Sapien ViV, respectively.
Shear Stress Distribution
Shear stress was calculated at the given time points of interest for each valve case. Results are presented as contour maps in Figures 4 and 5 that give an indication on the order of magnitude of shear stresses in the sinus. The subregion near the leaflet is of particular interest because low leaflet wall shear stress may be linked to flow stasis.
BPV configuration sinus shear stress patterns are displayed in Figures 4, A, and 5 , A. During early systole, most of the sinus is dominated by large magnitude negative (acting downward relative to respect to leaflet surface) shear stress, more than 1 Pa magnitude, in the downstream end of the sinus. However, there is also a significant region of strong positive shear adjacent to the leaflet free edge, which extends to the aortic side of the leaflet in the coronary cases. 
ACQ
During diastole, significant shear stress exists only near the edges of the ostium in the coronary sinus.
In the ViV configurations, sinus shear stress levels are generally reduced compared with the BPV cases ( Figure 4 , B and C). During systole, in the CoreValve ViV 2 distinct shear regions are noticeable: one negative region along the aortic side of the TAV leaflet and one positive region along the sinus wall. Stress magnitude in these regions increases during midsystole and then decreases dramatically during late systole. In the Sapien ViV, the 2 distinct shear regions along the aortic side of the TAV and along the sinus wall are clear in early systole. Similar to the CoreValve ViV, stress magnitudes in these shear regions increase during midsystole and decrease during late systole. However, the pattern becomes more blended at peak systole and dissipates in late systole with a more dominating negative region. There is little shear stress in the sinus throughout diastole for the ViV noncoronary cases.
Shear stresses for the ViV coronary sinus case are presented in Figure 5 , B and C. In the CoreValve ViV, there is higher magnitude shear stress near the leaflet tip and the ostium than in the noncoronary sinus ( Figure 5, B) . The same observation applies to the Sapien ViV near the ostium and inside the sinus compared with the noncoronary case ( Figure 5, C) , but this maximum shear stress region does not occur near the leaflet of the TAV. This observation is more noticeable in the coronary case compared with the noncoronary case. Figure 6 , A and B, show the probability density function of flow shear stress magnitude in the subregion adjacent to the leaflets during systole and diastole, respectively. As is clearly evident in Figure 6 , higher shear stresses (>1.5 Pa) occur in the BPV cases during systole alone. For the CoreValve ViV cases, coronary flow appears to slightly augment the likelihood of even higher shear stresses (>1.5 Pa). For the ViV cases, shear stresses do not exceed approximately 1.4 Pa during systole. During diastole, the shear stress is less than 1.6 Pa, with the noncoronary cases yielding a higher probability of shear stress exceeding 0.5 Pa but less than 1.6 Pa. For the Sapien ViV noncoronary case during systole, higher shear stress magnitudes than 0.5 Pa likelihood decreases drastically near the leaflet region. However, shear stress reaches magnitudes up to 1.8 Pa compared with 1.1 Pa for the noncoronary CoreValve ViV. Coronary flow seems to have a significant impact on the shear stress probability distribution. High shear stress values have a high likelihood of occurrence near the leaflets before a gradual decrease occurs. During diastole, the probability of having high magnitudes of shear stress decreases with the coronary flow, yielding a higher probability of occurrence of higher magnitudes of shear stress near the leaflets. In systole and diastole, the Sapien ViV shows a drastic decrease in the likelihood of having shear stress ranging from 0.5 to 1.0 Pa and 0.2 to 0.5 Pa in systole and diastole, respectively, compared with patterns shown for the CoreValve ViV and the BPV in the noncoronary cases. Table 1 encompasses leaflet washout velocity and mean shear stress magnitude in the region neighboring the leaflets in each valve case and shows the impact of coronary and noncoronary flow presence in addition to the differences between BPV and ViV. Also, mean values of pressure gradients that are in accordance with literature 19 are reported to be 5.01 AE 0.0064 mm Hg, 17.05 AE 0.14 mm Hg, and 17.67 AE 0.27 mm Hg for the BPV, CoreValve ViV, and Sapien ViV, respectively. Because ViV setups, especially with BPVs with sewing rings, compromise the annulus area and add more structures that alter the basic fluid dynamics (attachment and separation points, and shear layers), the pressure gradients are expected to be higher. The pressure gradient difference between the Sapien and the CoreValve ViV is not significant, but the BPV pressure gradient is drastically different because the leaflets are in good condition.
DISCUSSION
We focus our discussion mainly on how ViV changes aortic sinus hemodynamics and its potential relevance to prosthetic leaflet washout and leaflet opening in the context of understanding the mechanisms for leaflet thrombosis, in addition to highlighting the differences in sinus hemodynamics between the CoreValve and the Sapien ViV.
Valve-in-Valve Hemodynamic Effects
Examination of detailed sinus flow patterns for the ViV cases yields numerous differences from the isolated bioprosthetic valve configuration. Both ViV vortices are weaker overall than the isolated bioprosthetic valve configuration vortex, with that of the Sapien ViV being stronger than that of the CoreValve ViV but concentrated more downstream away from the leaflets.
The differing vorticity dynamics between these 2 valve cases are regulated largely by geometric and structural changes. When no TAV is present, the leaflet tip opens into the sinus during early systole. In the presence of a CoreValve, on the other hand, the leaflet extends farther downstream and is restricted from opening completely by the stent frame. The extended length of the TAV leaflet is likely the reason for the downstream location at which the vortex develops, whereas the constant vortex topology is due to the static BPV leaflet location. With the presence of the Sapien in ViV, the leaflets do not extend much beyond those of the BPV and the vortex develops downstream away from the leaflets, which highlights the more significant impact of the stent structure.
The vortex structure also is due to viscous effects and geometry. These effects and their impact on vortex formation and development are explained for general sinus flow by Yap and colleagues. 16 In summary, a vortex forms within a sinus by (1) some of the free-stream flow entering the sinus or (2) shear force interaction between the sinus fluid and the free-stream flow. In the present study, it appears that the free-stream flow entering the sinus is responsible for the BPV case sinus vortex and the shear force interaction between the sinus fluid and the free-stream flow is responsible for the ViV sinus vortices. This means that no free-stream flow enters the sinus in the ViV cases, which could be due to the extension of the leaflet in the case of the CoreValve ViV, the restriction of leaflet opening by the stent, by the stent itself, or by a combination of these factors. Regardless of the cause, the absence of free-stream flow in the ViV case sinus leads to a weaker vortex, with flow shear being the sole contributing factor behind vortex formation. In addition, some quiescent fluid near the BPV leaflet is entrained by the vortex, thus increasing overall fluid motion from early to midsystole.
Altered vorticity dynamics due to the implantation of a TAV could have implications from the standpoint of clinical and subclinical leaflet thrombosis. This is mainly due to the low magnitude and downstream location of the TAV sinus vortex. Low magnitude means low blood velocity and therefore low shear stress along the leaflet, a factor that is strongly linked to leaflet thrombosis. Likewise, a downstream vortex that only slightly reaches the base of the sinus leaves a pocket of nearly stagnant fluid for much of the cardiac cycle. This particular finding is in agreement with results from a study by Ducci and colleagues. 20 Such stagnation zones often are associated with thrombosis, which could explain an increased risk of leaflet thrombosis and elevated gradients for patients with TAV.
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Valve-in-Valve Hemodynamic Effects in a Coronary Sinus Most alterations in hemodynamics brought about by TAV implantation within the BPV occur in both noncoronary and coronary sinuses. However, some hemodynamic changes are unique to the coronary sinus. Flow into the ostium represents a larger portion of fluid movement in the sinus. Furthermore, this added flow could help alleviate thrombosis risk in the coronary sinus of ViV patients, a mechanism we elude to explain preferential leaflet thrombosis only in leaflets that are protected from the benefits of coronary flow. 5 
Shear Stress
Leaflet wall shear stress often is of interest in aortic valve studies because of its correlation to thrombosis and calcification in native and prosthetic leaflets. Although no wall shear stress was calculated in this study, fluid shear stress within the sinus was calculated and represents the scale of magnitude of wall shear stresses at leaflet at different times during the cardiac cycle.
Coronary presence alone alters some sinus shear stress patterns in the isolated bioprosthetic valve configuration mainly the leaflet. When examining this region in both cases, it is apparent that there is higher magnitude shear for the coronary sinus. In addition, shear stress direction is constant for the coronary case, whereas it changes direction for the noncoronary case. Both of these trends have implications for disease because reduced and oscillatory shear stresses are correlated to development of thrombosis or calcification. 21 Therefore, the noncoronary sinus appears hemodynamically more susceptible to thrombosis or calcification than the coronary sinus, which is supported by clinical findings that show earlier and more frequent signs of calcification on the noncoronary leaflet. 22 When examining the effects of the ViV arrangement on shear stress in the sinus, the most noticeable trend is that lower magnitude shear stress occurs in the ViV valve cases. Such a large reduction in shear could lead to accelerated calcification of the prosthesis leaflets and growth of thrombosis leading to leaflet mobility problems. 2, 5 Coronary presence significantly increases sinus shear stresses in the ViV sinus throughout the cardiac cycle, most notably along the aortic side of the leaflet. This could be caused by a low pressure region near the ostium that helps pull the vortex toward the upstream end of the sinus. Lower ostial pressure (''sink hole effect'') also produces some shear stress in the base of the sinus from entrainment of otherwise stagnant flow at the base into the ostium from this region.
Study Limitations
This study was performed in vitro in a rigid aortic chamber using 1 size for each of the TAVs used to fit in the BPV with leaflets within the post, a 26-mm Medtronic CoreValve and a 23-mm Edwards Sapien. Future studies will entail surgical BPVs with leaflets on the outside of the post.
CONCLUSIONS
This study constitutes a detailed look at aortic sinus hemodynamics as regulated by a ViV arrangement analyzed with and without the presence of coronary flow. Novel methodology was developed to simulate coronary flow in vitro. Sinus flow patterns were greatly altered with the introduction of a TAV whether CoreValve or Sapien compared with BPV (non-ViV) in a way that peak sinus flow velocity was reduced and a particular lack of sinus flow was evident toward the base in both ViV cases. These trends could help explain the risk of leaflet thrombosis in patients with ViV. The coronary sinus demonstrated higher flow velocities and wall shear stresses than the noncoronary sinus, meaning that this sinus may be less susceptible to thrombus formation.
